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‘ Temperature, K X Event :-‘,l 14 SENSORS 1-4 Cable3 /' SENSORS 5-8 Cable4 V4
Setup OFF Autoscale ON
J 6233 s
av
Offset Include  PCI-6281 channels ch11 e
o~ * Dev1/ai0:8 - ch 12 I
ch13
PXIO Channel Data FIR -
ch 14
ai0 [ch 9 "G10 BAND #1 POSITION #1" .
ail [Ch 10 "G10 BAND #1 POSITION #2" Ch 15 ]
ai2 |Ch 11 "TOP SS-TUBE BTW FL & CN" Ch 16
ai3 | Ch 12 "NOT USED " .
ai4 [ch 13 "G10 BAND #2 POSITION #1" Cho(FIR) |
ai5 | Ch 14 "G10 BAND #2 POSITION #2" 1,94 , . - = = . m— ch 10 (FR)
ai6 | Ch 15 "BOT HOM BUTTON " 1.45 1.46 1.48 1.5 1.52 1.54 1.56 1.58 1.6 1.62 1.64 1.65
ai7 | Ch 16 "BOT SS-TUB BTW FL & CON" Time, sec ch i (R
ai8  Shunt Current ol @) ch 12 FIR) |
ch13 (FR) |
Measurement Off-line Analysis | Ch 14 (FIR) -
Tiger OFF Directory File Prefix Saved As... cnis(FR)
rigger Ch 16 (FIR
%, C:\A0_RTD\data =1y Not saved G |
)
Rate Time IA Shunt Current, A
Shiuit: €Y A A A . SAVE Set 0-Offset RUN
3 o 10k Hz o 6 sec RSE N~ o 1u -995n
STOP

Comment

Put your comment here...

RTD offsets
-0.03928
-0.03602
-0.03700
-0.00634
-0.03036
-0.04234
-0.01943
-0.02285
-0.03903
-0.03642
-0.03766
-0.00441
-0.02833
-0.0414
-0.01943

-0.02335




